Principles of signal analysis and averaging.
Averaging is the primary method for detecting small evoked potentials in the midst of surrounding electrical noise. Not all types of noise can be removed by averaging, however. The condition of the patient, electrodes, amplifiers, and filters are equally important for successful recording.